SUPERVISOR TEST

CAMBRIDGE VILLAGE
POLICE DEPT
DATAMASTER dmt: 126706

Date: 09/14/2021

OPERATOR NAME:
ROBERT M DANEKO
Permit #: 39105
Operator Agency/Dept:

Reference Standard #: 211

Nominal = 0.10 g/210L

BLANK TEST

INTERNAL STANDARD
REFERENCE STANDARD TEMP
REFERENCE STANDARD
BLANK TEST

REFERENCE STANDARD TEMP
REFERENCE STANDARD
BLANK TEST

REFERENCE STANDARD TEMP
REFERENCE STANDARD
BLANK TEST

70

0.00
VERIFIED
34.00c
0.10
0.00
34.00c
0.10
0.00
34.00c
0.10
0.00

CAMBRIDGE VILL. PD

07:10
07:10

07:10
N7zl

gl
07:12

07:13
Q713

0.20] 40.0
| —— Alcohol (g/210L} |
0.18 | ““““ Flow Ratli'(L/H) 2 i i w350
T T - — Lo
0.14 28.0
0.12 24.0
0.
0.
0.
0.04 3 : =18, 0
o.o_} e ~44.0
0.00) : : 5 i 5 0.0
0 5 10 15 20 25 30
0.20] ; 5 ; 7 e 40.0
—— Alcohol {g/210L)
0L B = s Flow Rate(L/M) - 2 26.0
G [P R TR S e i w32 . 0
0.14 28.0
O s e R %“ ba.0
0.10p 20.0
0.08 +116.0
0.06 12,0
[
B 02 4.0
B8 : 15 250 2:5 300'0
0.2u0 5 150 7 7 40.0
Alcchol (g/210L)
018k o= Flow Rate(L/M) s 36.0
(o - RO SN SHSTRp. TR 32.0
S PT | — 28.0
0'12 ............................. "'_)4.0
(), L Do N . - , .......................... 0.0
L 0= , f16.0
: |
0.06 3 F ~112.,0
| [
| ]
0. 04 80
1 i i
¥ [
0. 02| {remmmmms i b i 4.0
0. 00k : 5 0.0
0 5 10 15 20 25 30



